
Seditain

8-10 times

Blood Collection with the BD Vacutainer® System using
BD Vacutainer® Flashback Needle

Check paper seal is intact as proof of 
sterility. If seal broken, do not use.
Holding the coloured section of the 
needle, twist and remove white shield.

Screw needle into holder.
Prepare venepuncture site.
Twist and pull needle shield off.

Perform venepuncture. Observe blood 
flash in the needle chamber, confirming 
needle placement in the vein.

Introduce tube into holder. Placing 
forefinger and middle finger on the 
flange of the holder and the thumb on 
the bottom of the tube, push the tube 
to the end of the holder, puncturing the 
diaphragm of the stopper.

Release tourniquet as soon as blood 
begins to flow into the tube.

When blood flow ceases, remove 
tube from holder. If more samples are 
needed, repeat step 4.

While blood is flowing into succeeding 
tubes, gently invert previously filled 
tubes. Do not shake.

Vigorous mixing may cause 
haemolysis.

When last tube is complete, apply and 
leave gauze pad on venepuncture site.
Completely disengage tube from 
holder. Withdraw needle from vein.

Dispose the needle and holder as a 
single unit into a sharps container.
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Customer Service:
Tel: 01865 781633
E-mail: bdukvacutainer@europe.bd.com


