
INSTRUCTIONS FOR USE

Qualitative test for detection of amniotic fluid in the vagina

Brief instructions for use
Structure of the dipstick
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Limitations of test
The test is intended for in vitro diagnostic use only.
The test is intended for professional use only.

If rupture of fetal membranes has occurred and the leakage of amniotic fluid has ceased more
than 12 hours before the specimen is taken, IGFBP-1 may have been degraded by proteases in
the vagina and the test may give a false negative result.
Urine or seminal plasma in the sample do not interfere with performance of the test. In case
of heavy vaginal bleeding the amount of IGFBP-1 in the blood may be so high that the test gives
a positive result.

Specimen collection
The specimen is vaginal fluid that is extracted using the solution provided. A vaginal fluid sample
is obtained using a sterile polyester swab (provided in the kit) from the posterior fornix of the
vagina during a sterile speculum examination. The sample may also be taken from the cervix
if no vaginal fluid is available. The swab should be left in the vagina for approximately 10 –15
seconds to allow it to absorb the secretion specimen.

The specimen is extracted immediately  from the swab by swirling the latter vigorously in the
extraction solution for approximately 10 seconds.

Specimens should be tested as soon as possible after extraction but in any case no more than
4 hours after specimen collection. If a specimen cannot be tested within this time it should be
frozen. Frozen specimens can be tested as described below, after thawing. Before testing, the
sample should be brought to room temperature.

Assay procedure and interpretation of results
1. Allow the aluminum foil pouch to reach room temperature. Open the foil pouch containing 

the dipstick by tearing. Do not touch the yellow dip area at the lower part of the dipstick. 
Identifying marks may be written on the upper turquoise part of the dipstick. The dipstick 
must be used shortly after its removal from the foil pouch.

2. Allow the sample to reach room temperature before testing. Place the yellow dip area 
(the lower end of the dipstick) into a sample and hold it there until you see the liquid 
front enter the result area. Remove the dipstick from the solution and place it in a 
horizontal position.

3. The result is available in 5 minutes. However, a result can be interpreted as positive 
as soon as two blue lines become visible in the result area. If only one blue line appears 
within 5 minutes, the result is interpreted as negative. Do not pay attention to any 
lines appearing later than 5 minutes.

4. If two blue lines appear, the test result is positive.
If one blue line appears, the test result is negative.
If the control line does not appear, the test is invalid

Notes
• The test requires about 150 µl of extracted sample for it to work properly.
• Care must be taken when placing the dipstick in the sample tube. The upper part of the 

dipstick must stay dry.
• Do not use a dipstick that has become wet before use, because moisture damages the 

dipstick.
• Do not use a dipstick if you notice a blue coloring in the result area before testing.

Intended use
The actim™ PROM test is a one-step dipstick test for detection of amniotic fluid in the vagina.
The test is performed by placing a dipstick in an extracted specimen of vaginal or cervical
secretions.

Kit components
The kit 30831ETAC contains 10, the kit 30832ETAC contains 20  and the kit 30833ETAC contains
3 PROM test packs with instructions for use. The components of each actim™ PROM test
(30821ETAC) are:

1. One sterile polyester swab for specimen collection
2. One tube of Specimen-extraction solution (0.5 ml). This phosphate-buffered solution 

contains bovine serum albumin (BSA), protease inhibitors and preservatives.
3. One dipstick (30801ETAC) in a sealed aluminum foil pouch with desiccant
4. Brief instructions for use.

Storage
Store the test kit at +2 ... +8°C, in an upright position. Stored unopened, each component can
be used until the expiry date marked on the component. The test kit and the test packs can be
stored for 2 months also at room temperature. However, the expiry date must not be exceeded.
Use the dipsticks shortly after their removal from the aluminum foil pouch.

Principle of method
The concentration of IGFBP-1 (insulin-like growth factor binding protein-1) in amniotic fluid is
100 to 1000 times higher than that in maternal serum. IGFBP-1 is not usually present in the
vagina, but after rupture of fetal membranes amniotic fluid with a high concentration of IGFBP-
1 mixes with vaginal secretions. In the actim™ PROM test a specimen of vaginal secretion is
taken with a polyester swab during sterile speculum examination and the specimen is extracted
with specimen-extraction solution. The presence of IGFBP-1 in the solution is detected using a
dipstick.

The test is based on immunochromatography. It involves two monoclonal antibodies to human
IGFBP-1. One is bound to blue latex particles (the detecting label). The other is immobilized on
a carrier membrane to catch labeled particles and indicate a positive result. When the dip area
of the dipstick is placed in an extracted sample, the dipstick absorbs liquid, which starts to flow
up the dipstick. If the sample contains IGFBP-1 it binds to the antibody attached to the latex
particles. The particles are carried by the liquid flow and, if IGFBP-1 is bound to them, they bind
to the catching antibody. A blue line (positive line) will appear in the result area if the concentration
of IGFBP-1 in the sample exceeds the cut-off value for the test. A second blue line confirms
correct performance of the test.

Performance of test
The cut-off value for the actim™ PROM  test is such that the lowest detectable amount of IGFBP-
1 in the extracted sample is approximately 25 µg/l (calibrated against Behring Institut IGFBP-1
(PP12) preparation Lot 307/323). This concentration gives a weak positive result. Concentrations
higher than 50 µg/l in the extracted sample give strong positive results. A positive test result
indicates presence of amniotic fluid in the vagina.

• When dipping, be careful to hold the dipstick in position (with the dip area in the sample
extract) until the sample liquid front reaches the result area. Do not leave the dipstick 
in the sample too long. The test will not work properly if the amount absorbed is too small 
or too large.

• The positive line is in the lower half, the control line in the upper half of the result area 
of the dipstick. Appearance of a control line confirms correct performance of the test. 
If a control line does not appear the test is invalid, and should be repeated using another 
dipstick.

• If the test result cannot be interpreted clearly (e.g. if the lines are blotched or uneven)  
it is recommended that the test be repeated.

• The result of a test should be interpreted as negative only after 5 minutes have elapsed. 
A faint blue line appearing after 5 to 10 minutes indicates a low IGFBP-1 concentration, 
below the cut-off value for the test.

• A positive actim™ PROM test result, although detecting the presence of amniotic fluid 
in the sample, does not locate the site of the rupture.

• As with all diagnostic tests, results must be interpreted in the light of other clinical 
findings.

• All biological specimens and materials must be treated as potentially hazardous, and 
disposed of in accordance with local authority guidelines.
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